[Measurements of temperatures in gold-light endoscopical optics (author's transl)].
Measurements in 5 several Hopkins-Optics demonstrated temperatures up to 121,9 degrees Celsius. The electric light was produced by a normal 150 Watt light source and a special Xenon light source.